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Implementation of intensity-modulated laser
diodes in time-resolved, pump–probe
fluorescence microscopy

Chen-Yuan Dong, Christof Buehler, Peter T. C. So, Todd French, and Enrico Gratton

We present the implementation of intensity-modulated laser diodes for applications in frequency-domain
pump–probe fluorescence microscopy. Our technique, which is based on the stimulated-emission ap-
proach, uses two sinusoidally modulated laser diodes. One laser ~635 nm! excites the chromophores
under study, and the other laser ~680 nm! is responsible for inducing stimulated emission from excited-
state molecules. Both light sources are modulated in the 80-MHz range but with an offset of 5 kHz
between them. The result of the interaction of the pump and the probe beams is that a cross-correlation
fluorescence signal at 5 kHz is generated primarily at the focal volume. Microscope imaging at the
cross-correlation signal results in images with high contrast, and time-resolved high-frequency infor-
mation can be acquired without high-speed detection. A detailed experimental arrangement of our
methodology is presented along with images acquired from a 4.0-mm-diameter fluorescent sphere and
TOTO-3–labeled mouse STO cells. ~TOTO-3 is a nucleic acid stain.! Our results demonstrate the
feasibility of using sinusoidally modulated laser diodes for pump–probe imaging, creating the exciting
possibility of high-contrast time-resolved imaging with low-cost laser-diode systems. © 2001 Optical
Society of America

OCIS codes: 180.0180, 140.2020, 170.2520.
1. Introduction

In spectroscopy the development of pump–probe tech-
niques has led to the understanding of many ultra-
fast phenomena. Subpicosecond processes in
biology, condensed matter, and chemistry have been
probed by use of the pump–probe technology. In a
typical implementation, laser beams with a short
pulse width are split and recombined at the sample of
interest. By the use of an optical delay line, the
temporal separation between the two beams can be
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controlled and time-dependent processes of the sam-
ple studied. Monitoring the probe-beam intensity
profile at different pulse separations allows ultrafast
phenomena to be studied without ultrafast photode-
tectors. The concept of converting the spatial sepa-
ration in a pulse delay into temporal studies of
ultrafast phenomena is central to the pump–probe
technique, and ultrafast phenomena can be studied
in this manner.1–3 In this methodology the temporal
resolution is often determined by the temporal profile
of the laser source. Recent developments in technol-
ogy have led to lasers with pulse durations in the less
than 10-fs range.4–6 In biology pump–probe meth-
odology has been valuable in studying systems such
as heme proteins, photosynthetic reaction centers,
and rhodopsin.7

In addition to the optical delay-line approach, there
exists an alternative technique proposed by Elzinga
and co-workers.8,9 In this asynchronous-sampling
technique two pulsed lasers at high repetition fre-
quencies are focused to a common spot on the sample.
One laser ~the pump! excites the sample, whereas the
second laser ~the probe! can be used to probe the
population of the ground state or to induce stimu-
lated emission from excited-state molecules. The
key to this methodology is that the repetition fre-
1 March 2001 y Vol. 40, No. 7 y APPLIED OPTICS 1109
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quencies of the two lasers are offset from each other
by a small amount. The result is that a continually
varying delay is generated between the pump and the
probe pulses. In the frequency domain the contin-
ual probing of the sample dynamics at multiple times
after the arrival of the pump beam leads to the gen-
eration of a cross-correlation signal that contains the
signal ~at the fundamental cross-correlation frequen-
cy! and its harmonics. The cross-correlation signal
can then be analyzed to obtain time-resolved infor-
mation about the sample.

Unlike the transient approach in which both the
pump and the probe lasers are used to excite the
sample, the wavelength of the probe beam in the
stimulated-emission approach is used to induce stim-
ulated emission from the excited-state molecules.
Monitoring the fluorescence change induced by the
probe beam means that ground-state depletion, as in
transient absorption, is not necessary and that pho-
tobleaching is greatly reduced. The stimulated-
emission approach has been demonstrated in both
microscopic and spectroscopic studies.10–14

2. Generation of the Low-Frequency Cross-Correlation
Signal and Its Consequences

A. Derivation of the Low-Frequency Cross-Correlation
Signal

The basic principles of the pump–probe ~stimulated-
emission! approach are illustrated in Fig. 1. Shown
in the figure are the absorption and the emission
spectra of a hypothetical fluorescent species. Be-
cause typical flurorophores in solution have at least
an approximately 50-nm separation between the ab-
sorption and the emission maxima, the wavelengths
of the pump and the probe lasers can be selected for
excitation and inducing stimulated emission, respec-
tively, without the two processes interfering with
each other. The pump beam can be modulated at an
angular frequency of v, and the probe beam can be
modulated at a slightly different angular frequency of
v9. The result of continually exciting and de-
exciting the fluorescent molecules is that the two fre-
quencies are mixed in the excited-state population,

Fig. 1. Frequency-domain pump–probe technique based on the
principles of stimulated emission. stim.em, stimulated emission.
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and, as a result, both the sum v9 1 v and the differ-
ence v9 2 v frequency signals are generated in the
fluorescence. Detection at the v9 2 v low-frequency
signal can provide time-resolved information at the
high-frequency excitation signal v.

To understand the generation of the cross-
correlation signal and the advantages of using it for
microscopic imaging, consider the spatial r and the
emporal t behaviors of the excited-state population
ensity N~r, t! under the pump–probe action, as given
y

dN~r, t!
dt

5 2
1
t

N~r, t! 1 s~l!I~r, t!@c 2 N~r, t!#

2 s9~l9!I9~r, t!N~r, t!, (1)

where t is the excited-state lifetime, c is the molecular
concentration, and s~l! and s9~l9! are the wavelength-
dependent absorption and the stimulated-emission
cross sections, respectively. In the case in which the
pump and the probe beams have sinusoidal temporal
dependence their intensity profiles are respectively
represented as I~r, t! 5 I~r!cos~vt! and I9~r, t! 5
I9~r!cos~v9t!. In Eq. ~1! the dynamics of the excited
population are dictated by three phenomena: First,
the excited-state molecule can undergo decay, as rep-
resented by 2~1yt!N~r, t!. Second, the ground-state
molecules can absorb the exciting photons and reach
the excited state, as in s~l!I~r, t!@c 2 N~r, t!#. Finally,
the term 2s9~l9!I9~r, t!N~r, t! is responsible for excited-
state depletion through the process of stimulated emis-
sion. In the absence of the probe beam Eq. ~1! then
describes the standard excited-state response under
the excitation of I~r, t!.

The sinusoidal solution for Eq. ~1! was addressed14

previously. Because the fluorescence distribution is
related to the excited-state population and the quan-
tum yield q by F~r, t! 5 2qdN~r, t!ydt, the solution to
Eq. ~1! can be used to obtain the low-frequency cross-
correlation fluorescence signal:

Fcc~t! 5
qcts~l!s9~l9!

2
1

~1 1 v2!1/ 2 cos@~v9 2 v!t 2 f#

3 *I~r!I9~r!d3r. (2)

Equation ~2! clearly shows that the time-resolved re-
ponse of the molecular system can be obtained from
he amplitude term, which contains 1y~1 1 v2t2!1y2,

or the phase f, which is related to the lifetime and the
angular frequency by tan~f! 5 vt. As was discussed
bove, there is also a high-frequency cross-correlation
ignal at the sum frequency v9 1 v. But because the
um frequency is at an even higher frequency than is
he excitation frequency v, it is only logical that the
ifference-frequency signal v9 2 v be analyzed for
ime-resolved information.
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B. Consequences of the Spatial and the Temporal
Dependence of the Cross-Correlation Signal

Two important results can be concluded from Eq. ~2!:
irst, fluorescence imaging at the cross-correlation

requency results in localized observation of the focal
olume, leading to images with enhanced axial depth
iscrimination and therefore superior image con-
rast. Second, high-frequency time-resolved imag-
ng without using high-speed photodetectors is
easible.

Equation ~2! shows that the cross-correlation sig-
al depends on the spatial integral of the product of
he pump and the probe beams’ spatial profile:

*I~r!I9~r!d3r.

In other words, the point-spread function ~PSF! of the
pump–probe imaging scheme is I~r!I9~r!. Expressed
in the dimensionless axial and radial coordinates of
u 5 2p~NA!2zyl and v 5 2p~NA!ryl, the PSF be-
comes

I~u, v!I9~u9, v9!, (3)

where

I~u, v! 5 U2*
0

1

J0~vr!exp~ 2 iur2y2!rdrU2

,

s derived in Refs. 15–17. Note that the pump–
robe PSF, as indicated by expression ~3!, is remark-
bly similar in form to the PSF in two-photon
icroscopy, as given by I2~uy2, vy2! and is identical to

the PSF in confocal microscopy if the probe-beam
wavelength is the same as the confocal detection
wavelength.18 Therefore one would expect the same
axial depth discrimination as in two-photon and con-
focal microscopy to be a characteristic for pump–
probe microscopy also. However, compared with the
other two techniques, the nature of the axial depth
discrimination in pump–probe microscopy has a dif-
ferent origin. In pump–probe microscopy, the cross-
correlation signal is generated at the focal volume at
which both the pump and the probe lasers have high
intensities. The linear dependence of the pump–
probe signal on either the pump or the probe power is
expected because, to the lowest order, the number of
excited-state molecules responsible for the cross-
correlation signal is proportional to both the excita-
tion strength and the effectiveness of de-excitation.
Therefore, axial depth discrimination is achieved in
pump–probe fluorescence microscopy, and image con-
trast is improved compared with conventional fluo-
rescence techniques.13

Implied in Eq. ~2! is the second important feature of
the pump–probe methodology. Because the high-
frequency lifetime information is translated to the
low-frequency cross-correlation signal at v9 2 v, fast
photodetectors are not necessary for high-frequency
studies. In our study v and v9 are both in the 80-
MHz range. However, their difference, v9 2 v, can
be chosen to be in the kilohertz range. Even for
very-high-frequency time-resolved studies the differ-
ence frequency can still be chosen to be in the kilo-
hertz range. As a result, standard photodetectors
such as photomultiplier tubes ~PMT’s! can be used for
high-frequency studies.

C. Motivation for Using Laser Diodes in Pump–Probe
Methodology

In previous implementations of pump–probe
stimulated-emission microscopy the frequency con-
tent of pulsed laser systems was explored to extract
time-resolved information from fluorescent sys-
tems.12,14 Although pulsed systems are effective
multiharmonic pump and probe sources, they are of-
ten available only as large and expensive units that
require regular maintenance. Our motivation in in-
troducing intensity-modulated laser diodes as pump
and probe sources is to economize and improve the
pump–probe technology. In the red–near-IR spec-
tral range laser diodes are readily available as stable
and low-cost units. They are also stable, reliable,
and compact units that can be integrated easily into
a pump–probe apparatus. With the eventual avail-
ability of blue–green laser diodes as promising low-
cost laser sources, pump–probe imaging can become a
popular alternative to existing technologies as a
unique technique for providing time-resolved fluores-
cence images with excellent axial depth discrimina-
tion.

3. Experimental Apparatus

The experimental implementation of a laser-diode-
based pump–probe microscope is shown in Fig. 2.
A 10-MHz master synthesizer provides the syn-
chronization signal for the system. Laser-diode
modulation ~by two independent synthesizers!,

iezoelectric-driven raster scanning of the sample,
nd PMT signal digitization are all synchronized to
he same 10-MHz clock. We used two custom laser
iodes ~Power Technology, Inc., Mabelvale, Arkan-
as! emitting at different wavelengths as the pump
nd the probe sources. One laser diode, lasing at
35 nm @Model APM08~635-08!#, is used for excita-

Fig. 2. Design of a pump–probe fluorescence microscope that uses
intensity-modulated laser diodes. D1 and D2, dichroic mirrors;
LD, laser diode; PD, photodetector; ND, neutral-density filter; PZT
DRV, piezoelectric driver; A, amplifier.
1 March 2001 y Vol. 40, No. 7 y APPLIED OPTICS 1111
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tion. The other unit @Model APM08~690-40!#, op-
erating at 680 nm, induces stimulated emission
from the excited-state molecules. The dc biases of
the laser diodes are provided by two independent,
home-built current sources. The dc signal is com-
bined with the modulation through a gigahertz
Bias-T ~Mini-Circuits, Brooklyn, New York, Model

BTC-1G!. The output of the laser diodes can be
odulated from approximately 10 to 150 MHz.
he high-frequency limit is imposed primarily by
he long connections between the laser diodes and
he module case. In our experiments, we chose 80

Fig. 3. Pump–probe time-resolved image of a Crimson FluoSp
orrelated signal. ~b! The lifetime phase of the sphere at 80 MHz
d! Phase histogram of the sphere; the y axis represents the relat
112 APPLIED OPTICS y Vol. 40, No. 7 y 1 March 2001
MHz and 80 MHz 1 5 kHz to be the pump and the
probe frequencies, respectively.

A reference signal is derived from the output of the
two laser diodes. Outputs of the laser diodes are
detected by two independent photodiodes and are
heterodyned by a balanced mixer ~Mini Circuits,

odel ZAD 3SH!. The frequency-mixed signal is
urther amplified and is then used as the reference
ignal of our detection system. Such a referencing
cheme allows us to compensate for any relative
hase drifts between the two independently modu-
ated laser systems.

~4.0-mm diameter!: ~a! The harmonic amplitude of the cross-
3.59 ns!. ~c! Phase image of the reference compound Nile Blue.
ntribution of the plotted phase value.
here
~t 5

ive co
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Optically, the pump and the probe laser diodes are
combined by a first dichroic mirror ~Chroma Technol-
gy, Brattleboro, Vermont!, see Fig. 2, and directed
nto our home-built microscope. This dichroic mir-
or combines the two beams by the transmission and
he reflection of the 635- and the 680-nm lasers, re-
pectively. The advantage of such a home-built de-
ign is that a minimum number of optical elements is
sed, thus maximizing the optical throughput of our
ystem. The combined laser beams are further ex-
anded before being reflected into the microscope ob-

ective by a second dichroic mirror ~Chroma
echnology, Brattleboro, Vermont!, as shown in Fig.
. Such beam expansion ensures the overfilling of
he objective’s back aperture, resulting in the gener-
tion of a diffraction-limited spot at the focal volume.
he objective that we used is a high-numerical-

Fig. 4. Pump–probe time-resolved image of mouse STO cells tha
amplitude of the cross-correlated signal. ~b! The lifetime phase
histogram of the labeled cells; the y axis represents the relative c
aperture ~1.25!, 633 oil-immersion objective ~Carl
Zeiss, Inc., Thornwood, New York, Model Plan-
Neofluar!. At the sample the pump and the probe
laser powers are approximately 0.5 and 3–4 mW,
respectively. In our epi-illuminated setup the same
objective that is used for focusing also collects the
fluorescence signal, which contains the cross-
correlation signal. A piezoelectric-driven sample
stage is used for sample mounting and scanning.
The acquired images are composed of 256 3 256 pix-
ls and extend 50 mm along each radial axis.
The collected fluorescence passes through mirror
2 and optical filters before reaching the PMT. The
utput of the PMT is amplified, electronically filtered
5 6 1 kHz!, and further amplified to isolate the
ross-correlation signal. The cross-correlation sig-
al is then directed into a dual-channel, 12-bit, 100-

labeled with the nucleic acid stain TOTO-3: ~a! The harmonic
e labeled nuclei at 80 MHz @t 5 1.81 ns ~estimated!#. ~c! Phase
bution of the plotted phase value.
t are
of th
ontri
1 March 2001 y Vol. 40, No. 7 y APPLIED OPTICS 1113



l
T
t
l
K
b
e
p
m
s
7

n
i
B
c
l
n

1

kHz digitizer ~DRA Laboratories, Sterling, Virginia,
Model A2D-160!. Typical signal digitization in-
volves the processing of 4 pointsywaveform. Al-
though a minimum of only two digitization points is
required to determine a sinusoidal signal, our digiti-
zation scheme samples 4 data pointsywaveform to
further reduce harmonic noise and enhance the cross-
correlation signal. At 5-waveform integration at
each pixel the scanning time is 1 msypixel, corre-
sponding to a frame-acquisition time of 65.5 s. Im-
ages acquired in this manner are collected and
displayed by the data-acquisition computer. For re-
ducing phase noise the signal generated by the direct
monitoring of the laser-diode outputs is also pro-
cessed by the computer and is used as the reference
source.

4. Results and Discussion

In our experiments, we chose to demonstrate the fea-
sibility of laser-diode-based pump–probe microscopy
by imaging two systems: fluorescent microspheres
and nuclei-labeled mouse STO cells. The fluorescent-
sphere system that we chose was the 4.0-mm Crimson
FluoSpheres system ~Molecular Probes, Inc., Eugene,
Oregon!. The spectral properties of these spheres ~an
excitation maximum of 625 nm and an emission max-
imum of 645 nm! matches well with the excitation and
the de-excitation wavelengths, respectively, of our la-
ser diodes. To satisfy the magic-angle19 condition, we
scanned these spheres with the probe beam oriented at
54.7° relative to the pump laser.

The pump–probe scan of one such fluorescent
sphere is shown in Fig. 3. To determine the lifetime
from the phase image, we used the fluorescent species
Nile Blue as a reference compound. The sphere’s
harmonic amplitude and phase images, along with
the Nile Blue phase, are all shown in Fig. 3. From
the phase image and the relation tan~f! 5 vt, the
ifetime of the sphere is determined to be 3.59 ns.
he lifetime of Nile Blue in ethanol was determined

o be 1.54 ns ~f 5 37.7°! by use of a conventional
ifetime fluorometer ~ISS, Champaign, Illinois, Model
oala!. In this arrangement a pulsed laser system
ased on a frequency-doubled Nd-YLF laser ~Coher-
nt, Inc., Santa Clara, California, Model Antares!
umping a picosecond DCM @4-dicyanomethylene-2-
ethyl-6-~p-dimethylaminostyryl!-4H-pyran# dye la-

er ~Coherent, Inc., Santa Clara, California, Model
00! was used as the multifrequency excitation

source. The same multifrequency phase fluorome-
ter was used to determine the lifetime of GelyMount-
suspended Crimson spheres. A lifetime of 4.09 ns
was obtained, and it compares favorably with our
image result of 3.59 ns. Note that, in Fig. 3~a!, the
harmonic-amplitude image of the cross-correlation
signal reveals a ringlike structure in the fluorescence
distribution. The edge of the sphere contains a
higher concentration of dye than does its interior.
This radial dye gradient has been known to exist for
the spheres manufactured by our supplier and has
been well illustrated by confocal microscopy.20 Our
image of the ring structure thus reveals the axial
114 APPLIED OPTICS y Vol. 40, No. 7 y 1 March 2001
depth discrimination capability of pump–probe mi-
croscopy to be comparable with that of confocal im-
aging.

Another system that we imaged with our laser-
diode-based pump–probe microscopy was TOTO-3–
labeled mouse STO cells. TOTO-3 ~Molecular
Probes, Inc., Eugene, Oregon! is an effective nucleic
acid label with absorption and emission maxima at
642 and 660 nm, respectively. The spectral proper-
ties of TOTO-3 allow the 635-nm pump laser diode to
excite the fluorescent sample and the 680-nm probe
laser diode to induce stimulated emission from ex-
cited TOTO-3–labeled molecules. The final labeling
solution of TOTO-3 is 20 mM, and examples of labeled

uclei are shown in Fig. 4. As in the case for the
maging of the Crimson fluorescent spheres, Nile
lue was used as a fluorescence-lifetime reference
ompound. Analysis shows that the TOTO-3–
abeled nuclei have a lifetime of approximately 1.81
s.

5. Conclusion

We have successfully demonstrated the use of
intensity-modulated laser diodes for applications in
frequency-domain pump–probe fluorescence micros-
copy. By using Nile Blue as a fluorescence-lifetime
reference compound, we imaged two fluorescent sam-
ples and determined their lifetimes. The 4.0-mm
Crimson spheres were shown to have a lifetime of
3.59 ns, and 1.81 ns was the lifetime determined for
the TOTO-3–labeled mouse STO nuclei. Pump–
probe microscopy that is implemented in this fashion
has the characteristic confocal-like sectioning effect,
and the capability of measuring the cross-correlation
signal at 5 kHz demonstrates that fast photodetec-
tors are not necessary for 80-MHz lifetime measure-
ments. The ability to perform pump–probe imaging
with inexpensive laser diodes shows that, with ad-
vances in laser-diode technology, inexpensive blue–
green laser diodes can soon be utilized in this novel
form of microscopy for high-frequency time-resolved
microscopic imaging with confocal-like quality.

This study was supported by the National Insti-
tutes of Health ~RR03155!. We would also like to
thank Matt Wheeler and the laboratory personnel at
the University of Illinois at Urbana-Champaign for
their generous support in providing us with the
mouse STO cells.

Address correspondence to E. Gratton, Department
of Physics, University of Illinois at Urbana-
Champaign, 1110 West Green Street, Urbana, Illi-
nois 61801.
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